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Abstract - Development of medical micro-assay systems 
must be based on an understanding of blood flow mechanics at 
scales of tens to hundreds of microns. This study investigated 
the use of a simple power law model for blood flow of between 
2.5 and 100 pl/min in channels with 200 x 60 pm cross-sections 
and the following configurations: straight, 90 degree bend, and 
sudden contraction from 200 to 100pm. Experimental 
measurements of pressure vs. flow rate for blood flow in these 
channels were compared to predictions generated by CFD 
simulations. The experiments and simulations were consistent 
in their predictions of the magnitude of hydrodynamic 
resistances of the channels and the slight non-linearity of 
pressure vs. flow in each of the channel configurations. 

I. INTRODUCTION 

Medical micro-assay systems (lab-on-a-chip) are being 
developed to perform rapid clinical chemistry using 
minimal sample sizes. Such systems will vastly improve 
medical diagnosis and patient monitoring by eliminating the 
often slow and cumbersome processes of conventional 
clinical laboratories. The basic operations of these minature 
assay devices will involve the transport and manipulation of 
blood and blood components at dimensions of tens to 
hundreds of microns and in volumetric rates of around 1- 
10plhec [I]. Development of various microfluidic 
components to process blood in these devices must be 
based on a firm understanding of its non-Newtonian 
properties at these dimensions. This understanding will 
permit determination of fluid flow resistances within fluidic 
components as well as quantification of the high fluid shear 
forces incurred on blood constituents in flows through 
irregular geometries. It has long been established that blood 
is “shear thining”: viscosity decreases as shear rate 
increases. But while many constitutive equations have been 
demonstrated for blood [2-41, the validity of existing 
models for different flow geometries at the microscale- 
where the continuum assumption becomes tenuous- 
remains untried. 

Existing models for blood can be categorized as either 
some variation of the power law equation or as some 
Casson-like equation [4]. Both types model the dependence 
of blood viscosity with respect to shear rate, and Casson- 
like models even account for non-zero yield stresses, 
stresses that must be exerted before blood will shear. 
However, yield stresses for blood are observed only with 

static or low shear experiments. Based on the expected flow 
rates and dimensions of microfluidic components [3],  the 
shear stresses generated in these devices will be very high, 
far exceeding the hypothesized yield stresses for blood. 
When yield stress is negligible, most Casson-like models 
simplify to some form of the power law. This study will 
therefore evaluate the use of the power law model to 
representing blood flow in prospective micro-flow 
geometries by comparing measured fluid mechanical 
resistances in these flow geometries with the flow 
parameters predicted from numerical simulations of the 
power law constitutive equation. The specific objectives of 
this study are: 1) to measure pressure drop versus 
volumetric flow rate for blood flow through channels with 
the following traces: 200pm x 60pm straight, 200pm x 
60pm to 1OOpm x 60 pm sudden contraction, and 200 pm x 
60pm sudden, 90’ bend; and 2) to numerically compute 
pressure vs. flow rate relations for these flow configurations 
based on simulations of flow of a power law model for 
blood. 

11. METHODS 

The channels for flow testing were fabricated in silicon 
using deep reactive ion etching (DRIE) to create 
rectangular cross-section trenches. (Fig. 1) Straight 
channels, channels with sudden contractions, and channels 
with 90” bends were all were etched 60pm deep into the 
silicon and had total lengths of 12mm, regardless of 
configuration. Both the straight channel and 90” bend were 
patterned with 200pm widths, while in the channel with 
sudden contraction, a 200pm wide, 6mm long channel fed 
into a IOObm wide, 6mm long channel. Fluid reservoirs 
along with 1 mm diameter through-substrate interconnect 
holes were also etched into the silicon substrate at both ends 
of each channel to facilitate the insertion and removal of 
fluid. The trenches and reservoirs were sealed by anodically 
bonding Pyrex glass over the top of the substrate. Each flow 
device was clamped into an interconnecting fixture, which 
allowed fluid to be delivered from extemal tubing into the 
through-holes of the flow device without any leakage of 
fluid. 
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through the flow structures via the interconnecting fixture at 
explicit volumetric flow rates ranging from 2.5 to 100 
pl/min by a syringe pump (Cole-Panner). After passing 
through the device, the fluid drains to atmospheric pressure. 
The pressure head generated across the flow structure by 
the explicity flow rate was measured off-chip and upstream 
of the device by a Honeywell Microswitch flow-through 
pressure transducer (Honeywell Corp.). It was determined 
that the combined fluid resistances of the interconnecting 
fixture and the substrate reservoir was negligible-on the 
order of 0.1% of the resistances of the test channels. 

From the earlier discussion, the constitutive equation 
chosen for this study was the power law equation, which 
has the form: 

z = k (y)" 

The specific parameters for blood used in this study were 
determined from a least squares fit of the log-log relation 
between shear rate and shear stress, which was complied 
from direct viscometry of the blood. The viscometry was 
performed by a Vilastic 3 Viscoelastic Analyzer (Vilastic 
Scientific, Inc.), which measures fluid parameters of a 
sample as it is oscillated in a small tube [5].  

Steady state flows of both the power law models a 
Newtonian reference were numerically simulated for each 
of the flow geometries by CFD-ACE+ sofieware, a 
pressure-based, finite volume flow solver (CFD Research 
Corporation). Using the chosen power law flow, the 
simulation was perfomed with explicit volumetric flow 
rates, and resulting pressure generated between inlet and 
outlet of the flow structure was computed. 

To provide a comparison between an established 
constitutive model and the model formulated specifially for 
this study, simulations of blood flow through the straight 
channel and channel with 90" bend were also performed 
using the "one variable" power law of Walbum and 
Schneck [3], which had the parameters ~ 0 . 7 8 5  and 
k0.0134 P a d ,  obtained at 37°C. The Walbum-Schneck 
model has a greater degree of non-Newtonian character 
than the power law model developed in this study. 

Fig. 1 Flow StructureS. (ab) The entire flow structure consisted of the 
channel which connects to circular reservoirs at both ends. Interconnect 
holes are eteched through the substrates to allow fluid to enter or drain 
from the reservoirs. A glass slide is anodically bonded over the 
channels and reservoirs to seal the stnrcture. (c) Channel configurations 
include straight channels, 90" bends, and sudden contractions. (d) 
Micrographs of reservoir, bend, and contractions etched into silicon 
and prior to bonding of glass coverslip. 

Defibrinated sheep blood of 41% hematocrit (cell 
volume fraction) was obtained from a local scientific 
vendor (Hemostat Laboratories). The blood was 
refrigerated at around 5°C immediately following harvest 
and was shipped and stored at that temperature. The blood 
was used for experiments within two weeks of harvest and 
warmed to 23'C for both viscometry and flow testing. 

To perform the flow testing, the blood was pumped 

111. RESULTS 

A. Viscometry 

Defibrinated sheep blood is a shear thinning fluid, with 
the viscosity dropping form 5.4 x IOw3 to just under 4.9 x 
l o 3  Pa.s over the shear rate range of 80 to 400s" (Fig. 2). 
These values are comparable to the measurements of blood 
viscosity in the literature [2]. Least-squares linear fit of the 
shear stress vs. shear rate yielded the values for the power 
law parameters: k = 0.00733 Paas", and n = 0.932. These 
values were used in the CFD simulations. Based on these 
parameters, this blood is only weakly non-Newtonian, 
especially at high shear rates. 
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Fig. 2. Dependence of blood viscosiry on shear rate. Direct measurement 
of blood viscosity was performed on a oscillating rube micmrheometer. 
The measuremenls of blood viscosity corresponds to power law 
parameters of M.00733  P a d  and n 4 . 9 3 2 .  

B. FIows Erperhetzts 

The pressure vs. flow rate relationships for all of the 
channel configurations were roughly linear, though the flow 
resistances were somewhat higher for lower flow rates than 
for higher flow rates, as would be expected for a shear 
thinning fluid. For the 2 0 0 p  X 60pm X 12 mm straight 
channel, the first-order estimation of flow resistance for 
blood was about 1.3 x IO''  kS/(s.ni') roughly 3.5 times that 
for water. The addition of the ninety degree bend midway 
through the channel increases the flow resistance to about 
1.8 x lOI3 kg/(s.mJ), while with a sudden contraction 
midway and subsequent width reduction to 1OOpm, the flow 
resistance was about 2.5 X I O I 3  kg/(s.m'). 

C. Simulatiom 

Simulations of the flow through the channels using the 
chosen power law model produced pressure vs. flow rate 
relationships that were similar to the trends and magnitude 
of experimentally determined relationships. As with the 
experimental measurements, the computed relationships 
between pressures vs. flow rates were roughly linear. Wifh 
both the straight channel and the channel with sudden 
contraction. results of numerical simulations closely 
matched the experimental measurements (Fig. Sac). 
Simulations of the flow through the channel with the bend, 
however, predicted pressure drops that were consistently 
smaller than the pressure drops measured during flow 
experiments (Fig. 3b). 

Not surprisingly, simulations using the Walbum- 
Schneck model for blood flow through the straight channel 
and channel with bend produced pressure vs. flow 
relationships that deviated more from linear than 
relationships produced with our power law model. 
Hydrodynamic resistances (slopes in Fig. 4) were visibly 
lower for higher flow rates than they were for lower flow 
rates. Overall, the flow resistance were much lower for the 
Walbum-Scheck model than for our model, since the high 
shear viscosity predicted the former are much lower. 

(a) Straight channel: 2 0 0 p  X 60pm x 12" 
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(c) Sudden contraction: 200pm x 60pm x 6mm + 1OOpm 
x 60pm x 6mm 
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Fig. 3. Pressure vs. flow rate reiatiooships. Bal l  experimental 
mesummetits and sitnularim results with our ponsr law model are 
shown. 
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(a) Straight channel: 200pm x 60pm x 12” 
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(b) Bend: 200pm X 60pm X 6mm 3 90’ bend + 
200pm x 60pm x 6mm 
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Fig. 4. Simulatiotis of pressure vs. flow rare relationships using the one 
variable Waibum-Schneck power law. 

IV. DISCUSSION 

While blood has been extensively studied, most of the 
investigations have dealt with either macroscopic flows 
through arteries and veins or microscopic flows in 
capillaries, where the motion of individual cells is 
accounted for explicitly. The so-called “mesoscopic” 
regime, at the scale of tens to hundreds of microns is the 
most difficult to study. While the population of cells is too 
great to account for them individually, the continuum 
assumption may not apply in many cases, as the cell 
dimensions are a significant Raction of the characteristic 
flow dimensions. Efforts to develop and verify modeling 
techniques for mesoscopic flow will be aided by the use of 
microfabrication technology to create specific flow 
geometries with sizes ranging from the mesoscopic regime 
to the scale of individual cells. 

This study investigated blood flow through three simple 
“mesoscopic” geometries at flow rates expected for micro- 

analysis systems. Our results indicate that at the high shear 
rates expected for microfluidic devices, the flow resistances 
of blood in simple fluidic geometries does decrease 
somewhat as flow rates are increased. But the relationships 
between pressure head and flow rate are at worst only 
weakly non-linear. This result is consistent with predictions 
of fluid resistances by numerical modeling using a simple 
power law equation, validating the use of this model for 
simple geometries at scales of around 100-200pm. 
Additionally, simulations with the well-established 
Walbum-Schneck power law model, which is strongly non- 
Newtonian, also seemed to indicate that despite the weak 
non-linearity of pressure vs. flow rate, a linear fit can 
provide a reasonable first-order estimation of the 
relationship between flow rates and driving pressure. This 
study therefore suggests that modeling of blood in these 
flow configurations and with dimensions of hundreds of 
microns can in some cases be performed with simple 
constitutive models, although further refinement in the 
simulation method is needed before this can be confirmed. 

Studies on shear-induced hemolysis have indicated that 
direct fluid mechanical shearing beyond a threshold of 
150--150 Pa, depending on duration of exposure to shear, 
can incur extensive cell damage [6]. Given the viscosity of 
blood, this shear stress corresponds to a shear rate o f  
around 30,000-90,000i‘. The flows produced in these 
experiments produced shear rates on the order of 10,000- 
5O,OOOs”, raising the possibility that some damage may 
have been incurred upon blood cells, even in these simple 
geometries. 

While in actual assay devices, whole blood will be 
collected and manipulated. the blood used in this study was 
defibrinated, lacking fibrin, a protein essential for the 
aggregation of blood cells. The presence of this protein, 
through its role in aggregating cells is in part responsible 
for the higher apparent viscosity of blood at low shear rates 
[2, 71. When cell aggregation is eliminated, the viscosity of 
the blood changes less as shear rate is varied, since it has 
lower viscosity than whole blood at low shear rates but 
similar viscosity at high shear rates 171. Because of the 
expected similarity in viscosity of whole blood and 
defibrinated blood at high shear rates, the difference 
between our power law model and the “one variable” model 
of Walbum and Schneck can probably be attributed mostly 
to the difference in temperatures at which the blood was 
evaluated, 23’C for the former and 37’C for the latter. 
Given the high shear rates of microfluidic devices, it i s  
probably reasonable to use defibrinated blood to represent 
the behavior of whole blood, particularly at the higher flow 
rates, although the present study did not directly prove this. 

Another shortcoming in this study was that the Fahraeus 
effect was not account for. When a large reservoir of blood 
feeds into tubes smaller than about ZOOpm, there is a 
tendency for hematocrit within the tubes to decrease, this 
effect becoming progressively more pronounced with 
smaller tubes 181. With lower hematocrit within the tubes, 
blood appears less viscous-the Fahraeus-Lindquist effect. 
While the Fahraeus effect for blood flow into rectangular 
channels has not been quantified (as opposed to tubes with 
circular cross-sections), the scales used in this study, cross- 
sectional area of our 200pm x 60pm channel are likely to at 
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designing and configuring various microfluidic devices to 
support development of lab-on-a-chip assay systems. 

least be at the upper fringe of the regime in which the 
Fahraeus effect takes effect, and the hematocrit of blood 
within channels may be somewhat lower than the 41% value 
in the feed reservoirs. This decrease was not explicitly 
addressed in formulating our model for blood and may not 
be an important effect for the particular flow conditions in 
this study. But future studies should address this 
phenomenon, especially when smaller flow scales are 
investigated. 

Limitations in the fineness of grid sizes in the numerical 
models of the flow invariably result in residual errors in 
computing pressure vs. flow rates. Such errors may 
invariably be in part responsible for the discrepancy 
between experimental measurements and predictions, 
especially in the channel with the sudden bend. The sudden 
bend is a geometry that tests the limits of numerical 
integration methods. 

While this study is among the first to explicitly measure 
flow parameters of blood in microfabricated devices, it is 
merely a prelude to more rigorous studies, which will 
examine the microstructure of flows through a greater 
variety of geometries and scales. This study considered only 
the whole hydrodynamic resistances of three simple 
channel geometries. Future studies will map velocity and 
shear rate profiles within the flow geometries. More 
advanced work will even account for expected changes in 
local hematocrit in various flow geometries. Additionally, it 
will be important to observe the orientation, deformation 
and hemolysis of blood cells subject to different flow 
conditions involving high shear rates. The knowledge 
obtained from these studies will set important guidelines for 
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